bjectives: Natural latex does not fall into the category of materials known to be entirely inoffensive. The purpose of this in vitro study was to test the hypothesis that there is no difference in the cytotoxicity between elastics of different colors and those from different manufacturers. Material and Methods: Different latex intraoral elastics of different colors (5/16 = 7.9 mm, mean load) were compared. The sample was divided into 7 groups of 24 elastics each: Group T (TP Orthodontics, natural latex elastics, control); Groups U1, U2, U3, U4, U5 and U6 (Uniden, natural latex elastics and colored elastics, namely, green, pink, yellow, red and purple, respectively). Cytotoxicity assays were performed by using cell culture medium containing epithelioid-type cells (Hep-2 line) derived from human laryngeal carcinoma. The cytotoxicity was evaluated by using the "dye-uptake" test, which was employed at two different moments (0 and 24 h). Data were compared by analysis of variance (ANOVA) and Tukey's test (p<0.05). Results: There was statistically significant difference (p<0.05) between Group T and all other groups (U1, U2, U3, U4, U5 and U6) at 0 and 24 h. No statistically significant difference (p<0.05) was found between Groups U1 and U5, U1 and U6, U2 and U3, U2 and U4, U2 and U5, U2 and U6, U3 and U4, U3 and U5, U3 and U6, U4 and U5, U4 and U6, and U5 and U6 at 0 and 24 h. Conclusions: The TP Orthodontics elastics promoted less cell lysis compared to the Uniden elastics regardless of their color.
INTRODUCTION
The biocompatibility of dental materials has been theme of great speculation and uncertainty. There are, particularly in Orthodontics, several materials keeping direct contact with organic tissues for long periods of time. Recent studies have been concerned with the biocompatibility of different types of orthodontic materials 7, 18 . Pre-vulcanized latex is produced by mixing pure natural latex, which has the highest molecular weight 19 , with stabilizers such as zinc oxide and chemically vulcanized materials. The resulting mixture is then heated until 70 o C 12 . Although zinc is known to be neurotoxic 8 , the amount released by orthodontic elastics can be ingested as research studies show no evidence of harm 6 . Anti-ozone and antioxidant agents are also added to latex during the manufacture of orthodontic elastics 19 . This process has the advantage of producing latex with higher mechanical properties, thus increasing its strength and elasticity 6, 12 . However, natural latex is not in the category of materials known to be entirely inoffensive 4, 14 . Allergy caused by latex proteins has been well documented 11 , including immediate hypersensitivity reactions 20 . Amongst the allergic reactions caused by orthodontic elastics, swelling and stomatitits, erythematous oral lesions, respiratory reactions, and even anaphylactic shock, the most severe form of allergy 2, 16 , can be cited. Latex allergy occurs in 3-17% of the cases 17 . The use of cell culture medium for testing the toxicity of dental products is a valid way of understanding the biological behavior of such materials 14 . The objective of the present in vitro study was to test the hypothesis that there is no difference in the cytotoxicity between elastics of different colors and those from different manufacturers.
MATERIAL AND METHODS
Intraoral latex elastics of different colors (5/16" = 7.9 mm, mean load) were selected for studying their cytotoxicity on oral tissues ( Table 1 ). The samples were divided into 7 groups of 24 elastics each according to their manufacturers: Group T (natural latex elastics, control; TP Orthodontics, Lodi, CA, USA), Groups U1, U2, U3, U4, U5 and U6 (natural latex elastics and colored elastics, namely, green, pink, yellow, red and purple, respectively; Uniden, Sorocaba, SP, Brazil). All elastics used in this study were obtained from the same production lot.
Dental copper amalgam (Vigodent, Rio de Janeiro, RJ, Brazil) with standard size and weight was used as positive control, whereas stainless steel orthodontic wire (American Orthodontics, Sheboygan, Wisconsin) was used as negative control (Table 1) .
Cell culture containing Hep-2 line cells (human laryngeal carcinoma) was maintained in Eagles' minimum essential medium (MEM; Cultilab, Campinas, SP, Brazil) by adding 0.03 mg/ml of glutamine (Sigma, St. Louis, MO, USA), 50 µg/mL of garamicine (Schering Plough, Kenilworth, NJ, USA), 2.5 mg/mL of fungizone (Bristol-Myers-Squibb, New York, NY, USA), 0.25% sodium bicarbonate solution (Merck, Darmstadt, Germany), 10 mM of HEPES (Sigma), and 10% bovine fetal serum (Cultilab) for growth medium or no bovine fetal serum for maintenance medium only. Next, the cell culture medium was incubated at 37 o C for 48 h. The elastics of experimental and control groups had their both sides previously sterilized with ultraviolet light (Labconco, Kansas, MO, USA) during 30 min. The method for evaluating the cytotoxicity was the "dye-uptake" 10 assay. This method is based on neutral red dye incorporated into live cells. It was used in this experiment only at two periods of evaluation: 0 and 24h. The 0-h period represents the contact and immediate removal of the elastic from cell culture medium, whereas the 24-h period represents the maintenance of the elastic in the cell culture medium for 24 h after removal.
Aliquots of 100 µL of Hep-2 cells were distributed into 96-well microplates. After 48 h, the growth medium was replaced with 100 µL of MEM obtained following incubation in the different types of elastics at 0 and 24 h.
Positive and control groups consisted of culture medium put in contact with amalgam and stainless steel wire, respectively. The experiment was repeated four times.
After 24-h incubation, 100 µL of 0.01% neutral red dye (Sigma) were added to the culture medium in the 96-well microplates, which were incubated again for 3 h at 37 o C so that the red dye could penetrate the live cells. Following this period of time, 100 µL of 4% formaldehyde solution (Vetec, Rio de Janeiro, RJ, Brazil) in PBS (130 mM of NaCl; 2mM of KCl; 6mM of Na 2 HPO 4 2H 2 O; 1mM of K 2 HPO 4 1mM; pH 7.2) were added in order to promote cell attachment to the plate. After 5 min, 100 µL of 1% acetic acid (Vetec) and 50% methanol (Vetec) were added in order to remove the dye. After 20 min, a spectrophotometer (BioTek, Winooski, VT, USA) at 492 nm wavelength (λ=492 nm) was used for data reading.
Data were subjected to ANOVA and Tukey's multiplecomparison test was used for identifying differences between the groups. Significance level was set at p<0.05.
RESULTS
The results showed statistically significant differences between Groups T (TP Orthodontics, natural latex) and U1 (Uniden, natural latex), T (TP Orthodontics, natural latex) and U2 (Uniden, green color), T (TP Orthodontics, natural latex) and U3 (Uniden, pink color), T (TP Orthodontics, natural latex) and U4 (Uniden, yellow color), T (TP Orthodontics, natural latex) and U5 (Uniden, red color) and T (TP Orthodontics, natural latex) and U6 (Uniden, purple color) (p =0.00), U1 and U2 (p =0.003), U1 and U3 (p =0.015) and U1 and U4 (p =0.005). No statistically significant difference was found between Groups U1 and U5 (p =0.796), U1 and U6 (p =0.992), U2 and U3, U2 and U4, U3 and U4, U5 and U6 (p =1.00), U2 and U5 (p =0.398), U2 and U6 (p =0.091), U3 and U5 (p =0.686), U3 and U6 (p =0.242), U4 and U5 (p =0.468), and U4 and U6 (p =0.119) at 0 h (Table 2) .
After immersing the elastics, the 24-h cytotoxicity assay showed similar results to those of 0-h cytotoxicity using the dye-uptake method.
There were statistically significant differences (p =0.00) (Table 2) .
DISCUSSION
In the present study, dental copper amalgam and stainless steel wire were used as positive and negative controls (Table  1) , respectively, because they have been proven to be adequate for this type of assay 9 . Dental amalgam is potentially cytotoxic due to the presence of mercury, but there are also other neurotoxic substances depending on their composition and manufacturation 8 . As sterilization is a prerequisite for cytotoxicity assay, ultraviolet light was used in the present study for sterilizing both sides of the elastics 9 during 30 min. All elastics were found to have the same color and malleability following UV light sterilization.
The percentage of viable cells was obtained by comparing the mean optical density (OD) of control cells (no contact with the materials) to that of cell cultures put in contact with different elastics, resulting in 50% toxicity for the cell cultures (CC 50 ) ( Table 2) .
In respect to in vitro experiments, three different methods can be employed: evaluation of chromium release, Millipore membrane filtration, and agar overlay test 13 . Increasingly more reliable procedures have been sought and new evaluation methods were proposed, such as the dye-uptake technique 10 in which neutral red dye is incorporated by the cells through a rapid and objective assay, thus saving time and allowing evaluating the initial cytotoxic effect of dental materials. According to Schmalz 14 , the major risk factor for using potentially cytotoxic intraoral elastics would be that substances being released from the elastics could be ingested by the patient over time, potentially causing diseases due to the toxic substance accumulation. It is known that latex is not entirely biocompatible as it may cause allergic reactions 17, 19 and interact with food 1,17 and medications 15 . Nevertheless, the potential for hypersensitivity may not be related to the potential for cytotoxicity. In other words, the material may be allergenic but not cytotoxic, although the contrary may not be true.
As dental latex elastics are widely used in clinical orthodontics, the cytotoxic effects they may produce should be taken into account, particularly the intraoral elastics because of their continuous and prolonged contact with the mucosa. Therefore, biocompatible materials should be selected if such a concern occurs. Previous studies on the toxicity of orthodontic latex elastics have shown that they were toxic to gingival fibroblasts 14 . A cytotoxic effect was demonstrated after exposing the elastics to the culture medium. The Uniden elastics were found to cause more cell death in comparison to TP Orthodontics elastics, suggesting the former are less biocompatible than the latter and supporting findings of Lacerda-Santos, et al. 9 as well. Variations occur in the composition of the latex elastics and this could explain the different results between the two trademarks. Although in vitro experiments do not simulate the oral environment in all its aspects, elastics should not be considered clinically inert 9 . It is important that the dentist knows how to manage patients presenting latex allergy and how to deal with this problem 5 . An alternative for patients with allergy to latex is to use latex-free elastics, which can be used in orthodontics without jeopardizing the orthodontic treatment 3 .
